**Orderable - PHF**

**Turn Around Time:** 4 hours

**Specimen:**

Fluid

**Collection Information:**

Collect a minimum of 1 mL of fluid in a sterile container.

Hemolysis – samples that appear moderate to grossly hemolyzed after centrifugation are not to be tested.

**Reference Ranges:**

See report

**Laboratory:**

Core Lab

**Requisition:**

GENERAL LABORATORY REQUISITION

**Method of Analysis:**

Dipstick

**Test Schedule:**

As required